Logbook and direct verbal communication, as the method of reporting in our PdM program, have been used to record events that sonographers may consider relevant to the machine performance. Routine quality assurance (QA) to each scanner, performed by hospital physicists with US phantoms, can ensure the machine performance consistency in clinical application. Performance parameters are analyzed as a time series so that any degrading machine performance can be predicted and then corrected after clinical hours of the machine. The whole system will then be tested with a series QA procedure in addition to electrical safety test before the system is released back to clinical service.
In the current study, failure analysis of the 5 US machines in our department after 4 years of PdM implementation has been studied with statistical trend analysis to optimize the clinical application of the systems.
mAtEriAls And mEthods
The structure of PdM has included reporting events of operational difficulties or problems of regular QA by physicists and of repair maintenance by vendor. Sonographers, who are with the daily use of these US machines, reported problems or faults through the use of logbooks or through immediate communication with the vendor engineer, who will check the machine to identify possible faulty components. If it is of no urgency for immediate action, the corrective action is performed after clinical hours. Physicists will perform acceptance tests of the system when the machine is back to its normal functionality.
Definition of failure
Machine failures have been defined as the inability to carry out its normal functionality. Failure analysis generally included consultation at three levels of personnel. First, sonographers provided detailed information how the problems were observed and whether there were any warning signs about the failure. Second, vendor engineers would diagnose the faulty. Third, if component has to be replaced, vendor engineers would provide the underlying causes of the failure after the machine was disassembled and then repaired. Physicists would carry out functional tests of the system after replacement. All the failure and associated solution documentation written in the study period were retrieved, categorized, and then analyzed.
Failure category and failure duration
There were more than fifty types of failures recorded. We first categorized failures into different categories, namely software, hardware, and US probe. Software category included failures related to the system software such as software corruption or system reboot. Hardware failures were subcategorized into input, core, and output. Input hardware failures included all sensing equipment, such as barcode scanner, and all keyboard command keys. Core hardware failures included the computer central processing unit, disc storage, batteries, and cables. Output hardware failures included image display issues such as image artifacts as observed on monitor, image artifacts as observed on hardcopy, and all printing problems.
Failures specific to the US probe ware categorized into six different subcategories of physical, defects of the probe itself, black shadows arising from the probe, sheath/shell, general defects, and cable and signal loss.
Statistical analysis
Events identified for machine failure were categorized and presented as proportions per year during the study period. Time spent for regular QA and by engineers for their preventive maintenance and repair was calculated as total hours per year of the study. Time trend of total hours spent on these services with a number of machine failures per year was assessed using regression data analysis. Statistical analysis was performed using SAS (SAS, version 9.4, Carly, NC, USA). P ≤ 0.05 was considered statistically significant.
rEsults
There was a total of 108 cases of failure occurred in the 5 US machines during the 4-year study period. The analysis of failure shows that there were 33 cases (30.6%) due to software, 44 cases (40.7%) due to hardware, and 31 cases (29.7%) due to US probe [ Table 1 ]. Figure 1 shows the frequency of failure for different categories. There was a decrease in failures of all categories over the study period except for US probe that showed a surge in 2014 [ Table 1 ]. The average number of reported failure per month among these machines was 2.25. There has been a decreasing trend of frequency of failure per year over the study period. Figure 2 shows the failure category by brands of US machine during the study period. Among the different brands, the case of failure for brand A was the highest (27) and brand B and D machine over the study period was 19, which were the lowest among the 5 brands, the yearly average failure rate per machine was about 4. Table 2 tabulates the time spent by physicists for regular QA and time spent by vendor engineers for vendor's preventive and repair maintenance and time spent by engineers for parts replacement. There was a statistically significant negative correlation between 
ConClusion
Throughout the years, there has been a significant improvement on the maintenance services of US machines attributed to the concerted effort of sonographers and physicists. Enhancement of staff education to US technology advancement and network upgrade may help further reduce failure and should be one of the next goals of program enhancement.
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disCussion
There has been no uniform classification for causes of US machine failures. [8, 9] We classified them by components of US machine as identified by sonographers and physicists. Based on this classification, the most common failure was the software program. This was mainly due to network connection with our departmental PACS system and infrequent computer virus alerts. The second most common failure was associated with the US probe. These two factors contributed equally to the events of failure [ Table 1 ]. Apparently, there should be further reduction of machine failures through staff continuous education on US technology review and on informatics of system networking that we have not yet addressed.
The negative correlation between the QA time spent and the repair time spent by vendor engineers was observed as a statistical significance. This implies that the trend of machine performance has been regularly checked and any degradation in performance could be observed along the trend. When the degradation required a spare parts replacement, the replacement time was reduced because the problem related to the degradation has been noted for some time. In this case, replacement was performed after clinical hour. Therefore, the QA work could minimize the downtime during clinical hours of the machine. 
